Several methods exist for measuring medication adherence. The Time4Med TM device (Adherence Innovations, Hong Kong) is a small, electronic card to affix on medication packaging that records date and time of intakes when a button is pushed. We aimed to validate the device with an emphasis on polypharmacy. Twenty volunteers used Time4Med TM devices with a virtual thrice daily intake over 14 days. Diary-recorded date and time were compared to electronically-stored events. Functionality, reliability and recovery for different stress conditions were calculated. User's acceptability was assessed with the System Usability Scale (SUS). Eleven elderly outpatients (mean age 80.2 ± 8.1 years) taking >3 medications daily used the device over 4 weeks. Volunteers logged 847 events. Functionality (100%), sensitivity (94.9%), specificity (99.4%) and recovery (100%) were high. Dropping the smart card and storing it in a refrigerator caused either the recording of false events or no recording at all. The mean SUS score was 82.6 (SD 14.8), demonstrating excellent acceptability. Satisfaction was very high for volunteers and patients, except for pushing the button. Time4Med TM devices are highly accurate in recording, retaining and delivering electronic data of multiple medication intake. They are well accepted by elderly patients. They can be recommended in clinical studies and for practitioners who desire to elucidate adherence patterns of ambulatory patients.
Introduction
Several methods are available for measuring adherence to medication with their respective pros and cons [1] . As a gold standard for research-but not yet for clinical use-electronic monitoring represents the most accurate measurement. It generates a time-stamp with the precise timing of medication taking behavior and reveals a comprehensive figure of an individual's day-to-day drug intake. The electronic measurement of adherence to oral solid forms is currently feasible with electronic pill bottle caps (such as MEMS ® , Medication Event Monitoring System; Aardex Ltd., Sion, Switzerland) or blister packaging equipped with an e-label, a so called Smart Blister [2] . Both systems monitor the removal of one single or lead drug. For inhaled medication, electronic rings can be attached to compatible asthma devices (such as SmartInhaler®, Adherium Ltd., Auckland, New Zealand) for the monitoring of every actuation [3] . One frequently mentioned drawback to such monitoring systems is that tracking time and date does not necessarily correlate to actual medication administration, e.g., patients can open/close the medication bottle without taking the medication. However, a study demonstrated that a patient's intake behavior is not altered by electronic monitoring, and supported the validity of electronically recorded data [4] .
The above-mentioned electronic systems have drawbacks of a practical nature. Electronic caps require the transfer of the medication of interest into a bottle after deblistering from the original packaging, which might give rise to stability issues. Commercially available packaging exists in a plethora of sizes and forms that renders the development of general e-labels unaffordable. Finally, smart inhalers are expensive. Beside the price of the device (approximately £100), access to a software that enables real-time monitoring after upload of the data to a mobile or cloud-based application costs monthly fees [5] . In addition, for all systems, monitoring of multiple medication with the same device is not possible.
With the emergence of mHealth (mobile Health) based on an unprecedented use of smart phones and wireless data transmission, a plethora of innovative mobile applications (apps) have been developed [6] , some with the purpose of improving treatment adherence. Unfortunately, the app market is currently poorly regulated [7] and adherence apps can be summarized as advanced medication reminder apps [8] , where the patient is the supplier and interpreter of their own personal data. Due to security and privacy issues in most countries, sharing in the cloud of stored patient data with healthcare providers in view of a professional interpretation is currently rendered impossible [9] .
Under these circumstances, we aimed at testing an innovative device named Time4Med TM for the electronic monitoring of medication adherence that fulfils the main requirements such as small size, ease of use, poor intrusiveness and affordability (the costs of a card are between € 15 and € 40 depending on volume. This price includes the dedicated app and a tablet computer). In addition, it can be used with polypharmacy that is, when a patient needs to take several medications daily [10] . Moreover, protected data transfer and analysis of adherence through healthcare providers (pharmacist, nurse, and general practitioner) is given. We present in this article the validation study with testing of the objective dimension (i.e., functionality and reliability) and the subjective dimension (i.e., the users' acceptance and satisfaction) in an experimental design. In addition, we present metrics to calculate adherence from recorded electronic data, including polypharmacy or several intake times.
Materials and Methods

Time4Med TM Design
The small (75 × 32 × 7.4 mm) electronic, reusable device ( Figure 1a ; Adherence Innovations, Hong Kong) can be affixed to any medication packaging or clipped to its corresponding pillbox ( Figure 1b ), or affixed to any multicompartment adherence aid with double-sided adhesive tape. The Time4Med TM device is composed of a Bluetooth Low Energy chip (BLE chip) which has a unique identification number in its memory, of a Near Field Communication chip (NFC chip), and of a battery. A time-stamp (date and time) is recorded on the BLE chip each time a patient pushes the red button (0.9 mm in diameter) for 3 seconds. A beeping sound is emitted, and data recording is blocked for the next 5 min to avoid multiple records should a patient push the button several times. Each time medication is taken, patients press the button. Several scenarios are possible for multiple medication (polypharmacy), depending on whether patients have the original packaging or pillboxes. Patients may press one button per medication when each packaging is equipped with a device. Alternatively, patients may press the same button several times according to the intake times when using pillboxes in which multiple medication was repackaged. To read data, a connection with the dedicated app on a tablet computer is established by holding the Time4Med TM device (smart card) within 10 cm of the NFC antenna. The Bluetooth connection is activated automatically. The stored data are directly transferred to the dedicated app without intermediate storage on a server. Data can be downloaded from the tablet computer in csv format or displayed as scatter diagram within the dedicated app ( Figure 2 ). Before the smart card is handed out to register data, a connection with the dedicated app is needed to synchronize date and time on the BLE chip. 
Validation Study
We tested the Time4Med TM devices regarding their technical performance (objective dimension, i.e., reliability) and the patient perspective (subjective dimension, i.e., usability, satisfaction, and acceptability) [11] . For the subjective dimension, we recruited elderly subjects between March and August 2018. They were living independently, self-managed their >3 medications (polypharmacy), and accepted to give insight into their medication intake. Interviews were performed at the patients' home before and after a four-week use of the smart card. The instruction was "Every time you take medication (one or several), please push the red button on the Time4Med TM device for 3 seconds or until a beep sound is emitted". This observational study was approved by the ethics committee of Northwestern and Central Switzerland (EKNZ Nr. 2018-75).
For the objective dimension, we followed published data on the validation of Smart Blister [12] with a purposive sample of non-medicating volunteers to simulate routine use, and stress tests under 
For the objective dimension, we followed published data on the validation of Smart Blister [12] with a purposive sample of non-medicating volunteers to simulate routine use, and stress tests under laboratory conditions. We recruited 20 volunteers amongst students and PhD students affiliated to our research group between 1 and 28 February 2018. Volunteers were required to press the button for the study duration with the instruction of use as follows: "Confirm a virtual treatment 3 times daily by pushing the red button on the Time4Med TM device for 3 seconds or until a beep sound is emitted". Simultaneously, volunteers recorded the date and time of each simulated intake on a log sheet (index time) according to a personal clock. The stored data were read from the smart cards and compared to the index time.
The Time4Med TM cards were exposed to the following conditions:
• Field: 20 smart cards were used at home by non-medicating volunteers.
•
Purse: 2 smart cards were carried in women personal purses, without further protection. • Dropped: 20 smart cards were used, then dropped from a height of 1.2 m once, and then used again once.
Post mail: 2 smart cards were packed in a plastic protective case (135 × 99 ×18 mm; Renfer GmbH, Lengnau, Switzerland; see Figure 3 ), put into a common A5 envelope and post mailed.
Refrigerator: 20 smart cards were stored in a common refrigerator at 2-12 • C.
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We defined recovery as the percentage of identical events read out before and after a stress condition (i.e., dropping and post mail) and was calculated with the formula (Number of electronically-stored events after the stress condition/Number of electronically-stored events before the stress condition) × 100.
In the absence of rigorously validated measures of the acceptability of monitoring devices, we assessed acceptability with 5 questions informed through issues on ease of use, alarm and device size: [14] i) The smart card is easy to use; ii) The button is easy to find; iii) Pushing the button is easy; iv) The alarm is well audible; v) The size of the smart card is adequate. Volunteers and seniors answered on a 4-point Likert scale (from 1 = fully disagree to 4 = fully agree) after having used the smart card. We evaluated the following criteria. We defined the functionality of the smart cards as the percentage of readable devices after a period of use. Smart cards that could not be activated by the reader at the beginning of the study were excluded. The reliability of an electronic system, i.e., the degree of conformity of a recorded event to actual use [11] , is estimated from its accuracy which is judged by its sensitivity and specificity values [13] . Sensitivity is defined as the proportion of events that were stored and indexed (true positive rate) [13] and was calculated by the formula (Number of electronically-stored events within +/− 5 min of index time/Number of diary-recorded events) × 100. The grace period of 5 min permits to eliminate the artificial time differences between the volunteers' personal watches and the electronic clock of the devices. Specificity is defined as the proportion of events that were not stored and not recorded (true negative rate) [13] and was calculated by the formula 100 − [(Supernumerary electronically-stored events/Number of diary-recorded events) × 100].
In the absence of rigorously validated measures of the acceptability of monitoring devices, we assessed acceptability with 5 questions informed through issues on ease of use, alarm and device size: [14] i) The smart card is easy to use; ii) The button is easy to find; iii) Pushing the button is easy; iv) The alarm is well audible; v) The size of the smart card is adequate. Volunteers and seniors answered on a 4-point Likert scale (from 1 = fully disagree to 4 = fully agree) after having used the smart card. A higher score (maximum of 4) indicates a more positive experience. The participants were asked to give comments in case of giving the marks 1 or 2.
Usability was assessed with the System Usability Scale (SUS) [15] . It is a reliable, valid, quick and low-cost questionnaire to measure the usability of computer systems such as software, mobile devices, websites and applications. It exists in several languages, including German [16] (see Appendix A). The participants answered the 10 statements on a 5-point Likert scale (from 0 = fully disagree to 4 = fully agree). For the scoring, half of the scores are reversed and the original scores of 0-40 are converted to 0-100. A SUS score >68 is considered above average [17] , with a good acceptability for scores up to 73; excellent up to 85 and best imaginable up to 100.
Results
Field Condition
Twenty volunteers (9 students, 8 PhD students, 1 professor in pharmacy, 1 pharmacist, and 1 nurse) used a Time4Med TM smart card over 14 consecutive days. The 20 smart cards were readable (functionality 100%). The volunteers recorded in their diaries 847 index times (average: 42.4, range: 40-47). A total of 812 events were electronically-stored (95.9%), 804 of them within 5 min of the index time (sensitivity 94.9%; Table 1 ). Five events from 3 smart cards were electronically-stored outside the index time (specificity 99.4%; Table 1 ). A total of 44 events were not electronically-stored although logged (5.2% false negative rate), 25 of them concerned the first 25 events of the same smart card and were due to unexplained technical failure. From another smart card, 18 events had a 335 min shift compared to the index time after the smart card was heavily dropped in a staircase from approximately 2.5 m. No additional events were stored around the time of connecting the smart cards with the tablet computer or reading the data. During the following 3 month period in which the smart cards were not used, no additional events were electronically-stored (100% accuracy in retaining stored electronic data). 
Purse
From the 83 times recorded in diaries, all were electronically-stored (sensitivity 100%). Two additional events were electronically-stored outside the index time (specificity 97.6%; Table 1 ).
Dropped
The 827 electronically events stored on the 20 smart cards were identical before and after dropping (recovery 100%). The button was then pushed once on each card. From the 20 new events, one had a 15 min shift compared to the index time (sensitivity 95.0%; Table 1 ).
Post Mail
Two smart cards that contained 11 electronically-stored events were post mailed to addresses in Switzerland and Germany on 28 January 2018. All envelopes arrived intact at destination within 2 days. All 22 electronically-stored events were identical before and after being post mailed (recovery 100%; Table 1 )
Refrigerator
Each smart card was used 1 to 4 times daily on working days (Monday-Friday) between 29 January and 9 February 2018 (16 days). From the 560 diary-recorded events, 533 were electronically-stored, 518 of them within 5 min of the index time (sensitivity 92.5%). For three smart cards, a total of 15 events were electronically-stored outside the index time (specificity 97.3%; Table 1 ) and 27 events were missing. These three smart cards stopped recording after 3 and 9 days, respectively.
Summertime Conditions
The cards have been used in a study [18] in Switzerland with a temperate climate. There was no dysfunctioning over the summertime (June-September 2018) due to heat or humidity.
Acceptability
The seniors consisted of six women and five men, they were on average 80.2 ± 8.1 years old (range 65-95 years), lived alone (eight) or with a spouse (three), and had a number of daily medications ranging from four (four patients) to more than 10 (two patients). The visualizing graph of the daily intakes on the tablet computer was perceived as reinforcement to persevere when the profile was regular, or as incentive to improve when the profile was disparate. The five qualifiers "Ease of use", "Finding the button", "Pushing the button", "Hearing the alarm" and "Size of the card" were judged equally satisfactorily by the volunteers (mean 3.3 ± 0.9) and the patients (mean 3.6 ± 0.7). "Pushing the button" was the most incriminated qualifier (mean 2.3 ± 0.9 (volunteers) and 3.3 ± 0.8 (patients)). They criticized the length of time needed to push the button (3 seconds), the lack of resistance or click tone to confirm the pushing, and the delay between pushing the button and the emission of the beep tone. Volunteers remarked that both pressure and dexterity were needed to push the button which might be challenging for elderly persons. This was confirmed by two patients who needed a lead pencil to push the button. The patients criticized also the size, which was somewhat too small (mean 3.5 ± 0.7).
Usability
The mean SUS score was 83.6 ± 14.8 and indicates a usability between good and excellent.
Metrics
Transforming electronic monitoring information into one adherence value represents a challenge [19] , especially with polypharmacy. Most measures present summary scores over the number of intakes each day, generally named "Taking adherence" or "Dosing adherence". They have been calculated as (i) percent prescribed number of doses taken [20] , (ii) percent of days with correct number of doses taken [20] , or (iii) percent of prescribed doses taken on schedule (i.e., twice daily) [20] , and ignore dose timing. For multiple regimens, the values obtained for each single medication are generally averaged [21] .
When accounting for the precise time of the dosing events, measures of "Timing adherence" have been calculated, such as (iv) percent doses taken within a grace period of time (i.e., within 6 hours) [22] ; (v) percent doses taken within a pre-set interval (e.g., 8-12 h apart) [23] ; or (vi) Area Under the Curve on the basis of correct interval lengths between doses [24] . In all cases, the exact moment of the intake can be estimated as mean or median intake hour [25] .
Discussion
We tested the performance of the new electronic device Time4Med TM smart card in 20 healthy volunteers and 11 elderly outpatients with polypharmacy. In our field conditions that mimic daily use, functionality was 100% and reliability was at least 95% for all criteria. Under real-life conditions, acceptability and satisfaction were very high for all participants. These results are similar to other electronic monitors of commercially available blisters [26] or pressurized metered-dose inhalers [27] . However, we evaluated objective criteria (such as reliability and validity) as well as subjective criteria (such as users' satisfaction and acceptability). Because electronic devices are increasingly promoted [28] to monitor the medication intake of individuals at their homes and detect medication-related problems, testing under real-life conditions is a prerequisite to application of the devices in clinical studies or daily practice.
The elevated rate of 5.2% false negative events (i.e., diary-recorded but not electronically-stored events) is misleading because it concerned only two smart cards. A heavy dropping was identified as the cause of the missing registration in one smart card, and another smart card lacked to record 25 events. Each card was tested prior to dispensing to patients that is, the button was pushed once and the device was read straight after, so that patients obtained well-functioning devices. However, this procedure cannot eliminate technical failure occurring during use. Real-time monitoring would avoid faulty device and loss of data [29] . In our field study, if we disregard the explainable missing events, that is, the faulty device and the heavy dropping, only one event was a false positive (0.1%). This remarkable result demonstrates the stability of the electronic recording when used appropriately.
The Time4Med TM smart cards can pick up extraneous recordings when dropped or transported unprotected in a purse. However, when protected by a rigid plastic box, the smart card withstood national and international post mails. Consequently, usual precaution is recommended with the Time4med TM as with any electronic device. Thus, when a patient returns their smart card and the recording of the events stopped abruptly although the patients assure that they have pushed the button regularly, elucidating a mishandling of the device might be a logical step, followed by the patient education on correct storage of the device. The Time4Med TM smart card is vulnerable after 2 days in the refrigerator, probably due to the condensation that may seep into the device and short cut the circuits. This is inherent to any electronic device. Consequently, the Time4Med TM smart card should not be attached to medications that need to be stored at cold temperature. However, if attached on the refrigerator door for example, the smart card can well serve to monitor the intake of a refrigerated medication, in addition to other medications stored at room temperature.
We have selected a grace period of 5 min between index time and electronically-stored events which results in accepting a difference of <6 min between a diary-recorded and an electronically-stored event. This is comparable to the 10 min that have been used in a similar study [12] . By doing this, we have avoided misclassification when minor differences existed between a personal watch and a radio-controlled clock, and we have allowed some spare time between the moment the volunteers have activated the smart card and the moment they have filled in the diary. It is conceivable that smart cards and log sheets were not stored at the same place. If the grace period is too small, some electronic data will erroneously be categorized as supernumerary electronically-stored and thus, increase the rate of false positive values. However, in daily practice, an even greater lag time between the intake of the medication and the recording on the device might be negligible, considering that the interpretation of adherence data is most sensitive to dose omission and treatment stop [30] . One exception may be events close to midnight that would theoretically be counted to the next day. This is the reason why a "day" starts at 3am for adherence calculations.
We did not explicitly assess obtrusiveness which is defined as a technology that is perceived as undesirable because it is physically and/or psychologically prominent [31] . However, neither the volunteers nor the patients made any comment in this sense. On the contrary, the patients wished a somewhat larger device. Thus, we consider that the Time4Med TM smart card is not obtrusive. Further, the smart card was well accepted. Monitoring ones' intakes was not a concern for the patients and this degree of supervision was admitted. The graphical representation of the daily intakes on the tablet computer was well accepted. This is consistent with other articles where graphs of electronic monitoring were a means of motivation [32] . Finally, even if the smart card (as every indirect assessment method) cannot confirm the ingestion of the medications, the visualization helped single patients to detect irregular or deleterious medication intake behaviors, and to correct them with the support of a pharmacist. Thus, looking at one's graph acted as a motivator to take one's medication and reinforced adherence.
Thinking about the elderly, volunteers questioned the beeping tone and the pushing of the button as being problematic for the elderly, that is, not enough loud and too difficult to push. These assumptions were partly confirmed by the elderly patients. To our surprise, they did not criticize the sound, but solely the pushing of the button and developed strategies in case of hindrance such as the use of a pencil as pushing help. Some volunteers were also doubtful about the size of the button, which could be difficult to find with poor eyesight, and there was potential for confusion between the red button and the blue logo, both of similar sizes. However, the patients had no difficulties finding the button, probably due to its rubber surface and its slight depression in the plastic case. Thus, tactile sense seems sufficient to find the red button on the smart card. Nevertheless, we recommend to demonstrate the functioning of the smart card by asking the patient to push the button once in front of the healthcare provider. This event must be recorded and excluded from the interpretation of adherence data. In addition, a leaflet with a clear description of the smart card and its purpose could help the patient and their careers remember all information.
The smart card must be returned to the healthcare providers for the extraction of the data. Data protection and privacy are becoming increasingly restricted through laws governing electronic devices. Thus, the non-remote but near field technology transmission of patients' data from the Time4Med TM smart card to a personal tablet computer that belongs to a healthcare provider represents a highly secured method. Further, the synchronization of the device clock with the local time on the tablet computer is performed automatically during data reading. However, a country's daylight savings period is not taken into consideration in the smart card memory. Thus, an eventual time discrepancy of 1 hour needs to be considered when interpreting the data around the end of March and October.
Battery depletion of the smart card can be checked at any time. The manufacturer guarantees 3 years after up to 6 intakes daily with once monthly data reading. Thus, if used for a time period of 1 month (to assess baseline intake behavior) followed by 3 more months after an adherence intervention (to assess changes in intake behavior), the same smart card can be re-used for 12 patients, provided that the data have been deleted (this feature exists) before handing out the smart card to the next patient. We recommend exchanging the smart card monthly to permit a maximal data loss of 4 weeks. As costs for electronic devices reduce and tablet computers' interfaces become uncomplicated for practitioners and patients, the Time4Med TM smart card represents a long-awaited device to improve adherence, including to polypharmacy, in outpatients as healthcare provider can immediately interpret patient data and provide a tailored pharmaceutical counselling. In addition, the Time4Med TM smart card can assess adherence in clinical trials from control and intervention patients equally, and enables comparison of the data.
Time4Med TM can be used in practice to monitor adherence to multiple medication regimen even if it cannot distinguish which medication has been taken at a given time. Further research is now needed to determine cut-off values that can distinguish acceptable from unacceptable intake behaviors, taking the pharmacological profile of the medication into account [33] .
Our study has some strengths. First, we tested the technical performance and the usability of the device with healthy non-medicating volunteers and polymedicated elderly patients (65-95 years) who represent the target population. Elderly patients typically store medications in multi-compartment pillboxes [34] . Second, even if the device only registers medication intake with a push on the button but does not register per medication, the information of several consecutive intakes per day is valid because with multiple medication regimen, patients generally take several pills together according to the treatment plan. In addition, the Time4Med TM device can be used when patients use multicompartment pillboxes to manage their medications.
We acknowledge some limitations. First, the SUS was developed to measure more complex systems than testing the usability of pushing a button. Nevertheless, in absence of other validated tests in this field, we consider our results as unbiased compared to a corresponding yes/no question. Second, we discussed battery depletion but did not conduct a test to validate long-term use of the device (e.g., several months). Third, we are not aware of other similar currently available products. Thus, we cannot compare Time4Med TM and further highlight its unique properties. Fourth, we performed short-term monitoring over one month. Thus, we cannot exclude that people will stop practicing the behavior of pressing the button in the long run. However, preliminary data from an ongoing study [18] indicate that monitoring over 12 months is well accepted. Finally, the device itself is unable to tell which medication a patient took if prescribed several, nor it can detect whether a patient took one or several medications. This is inherent in every electronic system that monitors intake indirectly. However, Time4Med TM enables to detect deviant behavior and especially omitted doses, whose corresponding medication can be unveiled during a consultation.
Conclusions
The Time4Med TM devices are highly accurate in recording, retaining and delivering electronic monitoring adherence data. They are easy to use and well accepted by elderly patients. The small cards can be recommended for practitioners who desire to elucidate adherence behaviors of ambulatory patients, and also with polypharmacy and in clinical trials. Further research is now needed to help practitioners interpret the recorded data and ultimately support clinical decision making. Acknowledgments: The authors are grateful to Adherence Innovations, especially to CEO Bart Winters, for his dedication to the Time4Med TM development.
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